Major dehiscence of infected aortic valve prosthesis with "rocking motion" but without diastolic paravalvular regurgitation.
We present a case of a 66-year-old patient with infective endocarditis of an aortic valve bioprosthesis with major dehiscence and extensive "rocking motion" but without any diastolic paravalvular regurgitation as assessed with radiography and transesophageal echocardiography.